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A scanning force microscope was implemented operating at temperatures below 4.2K and in 
magnetic fields up to 8T. Piezoelectric quartz tuning forks were employed for non optical tip-sample 
distance control in the dynamic operation mode. Fast response was achieved by using a phase-locked 
loop for driving the mechanical oscillator. Possible applications of this setup for various scanning 
probe techniques are discussed. 
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I. INTRODUCTION 

Low temperature scanning force microscopes (SFMs) 
are desirable for many applications in physical research. 
To our knowledge, the first prototypes have become com- 
mercially available only recently, reaching base tempera- 
tures around 5K under UHV-conditions. Lower temper- 
atures can be reached with only a few home-built micro- 
scopes in non-UHV setups [1-3]. 

Especially in cases where the sample itself is sensi- 
tive to light a non-optical detection method is needed 
in order to keep the probe-sample distance fixed. Such a 
method has the additional advantage that it leads to less 
involved setups. Piezoresistive cantilevers have been pro- 
posed [4] and applied for low temperature scanning force 
microscopy [2,3]. However, these cantilevers are not eas- 
ily available. Recently, piezoelectric quartz tuning forks 
have been employed in a scanning near-field optical mi- 
croscope designed for operation at low temperatures [5]. 
In this setup, an optical fibre is glued along one prong 
of the tuning fork which is mechanically excited to os- 
cillate. The tuning fork is used as a friction-force sen- 
sor. The advantages of these piezoelectric sensors are 
the availability, the low cost and the high quality factors. 
These tuning forks have been successfully employed for 
atomic force microscopy [6], scanning near field optical 
microscopy [5,7-10], magnetic force microscopy [11] and 
acoustic near field microscopy [12] at room temperature. 
In Refs. [5,7,9-11] the SFM operation was just used to 
keep the tip-sample distance fixed while an additional 
nanosensor measures the physical quantity of interest. 

In this paper we describe the implementation of a tun- 
ing fork sensor suitable for SFM-imaging at temperatures 
below 4.2K and in high magnetic fields. 



II. MICROSCOPE OVERVIEW 

The microscope is based on an Oxford Instruments 
made commercial cryo-SXM being significantly modified 
for operation as an SFM for probing semiconductor de- 
vices. Fig. 1 shows the schematic setup. The microscope 



head which is made of nonmagnetic material (mainly Ti 
and CuBe) is mounted at the end of a sample rod which 
can be suspended in the sample space of a 1.7K variable 
temperature insert ( VTI) . The VTI is part of a standard 
He cryostat with a superconducting magnet producing 
magnetic fields up to 8T. The temperature can be con- 
trolled by setting the gas flow with a needle valve and 
controlling the heater power. The head can be operated 
under ambient conditions or in the cryostat in 4 He gas at 
temperatures between 300K and 2.2K and at pressures 
of typically a few millibars. Below 2.2K the helium be- 
comes superfluid and the operation becomes difficult for 
reasons discussed below. 
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FIG. 1. Schematic microscope overview 

Effective insulation of the cryostat from building vi- 
brations is achieved by suspending it from appropriate 
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rubber-ropes leading to a resonance frequency of about 
1Hz for the whole system. The 4 He pumping line and the 
He-recovery line are plastic pipes which are suspended 
together with all electrical connections to the cryostat 
from additional elastic ropes. Vibrations from the 4 He 
pump are effectively damped by guiding the pumping 
line through a box of sand. Microphony of the cryostat 
is reduced using a rubber mat which is tied around the 
cryostat body. Additional vibration isolation between 
cryostat and sample rod is implemented using a specially 
designed top flange with passive damping elements and 
adjusting screws to prevent mechanical contact between 
the microscope and the VTI tube. 

The microscope head allows coarse tip-sample ap- 
proach using a slip-stick drive moving the scan-piezo 
up or down. A puck mounted at the end of the scan- 
piezo can be laterally positioned in a similar fashion. In 
contrast to the commercial design of the head, in our 
system it serves as the platform where the SFM sen- 
sor is mounted. Samples are mounted in chip carriers 
which can be easily plugged into a 32-pin chip socket. 
The socket is mounted on a copper block which incor- 
porates the sample heater and the sample thermometer. 
The heater allows us to evaporate the water film from 
the sample surface before cooldown. It further gives us 
the possibility to keep the sample warmer than its sur- 
roundings during the cooling process in order to avoid 
freezing contaminations on the sample surface. The sam- 
ple mount unit can be used for standard magnetotrans- 
port measurements independent of the SFM operation. 
For detection of temperature gradients, additional ther- 
mometers are located at the bottom of the VTI and at 
the top of the microscope head. The scanning unit is a 
five electrode tube scanner of 50.8mm length and outer 
diameter of 12.7mm. With a maximum (bipolar) volt- 
age of 230V it gives a lateral scan range of 52.2/zm in 
x-y direction and a z-range of 5/xm at a temperature of 
290K. At 4.2K the lateral range is 8.8^m and the z-range 
is 0.85^m. The TOPS3 control electronics by Oxford In- 
struments consist of a digital feedback loop which can 
be switched from logarithmic amplification for STM op- 
eration to linear amplification for the SFM mode. Tip 
approach and data acquisition are computer controlled. 



III. PIEZOELECTRIC TUNING FORKS 

In order to implement cheap and easy-to-make dy- 
namic SFM operation at cryogenic temperatures we de- 
cided to avoid optical cantilever deflection detection and 
use piezoelectric tuning forks instead. Initially, quartz 
tuning forks have been developed for the realization of 
very small and stable oscillators in watches. Due to their 
use in industry they are cheap and easily available. Most 
of them have a (lowest) resonance frequency /n = 2 15 Hz 
and quality-factors in vacuum between Q = 20000 and 
100000. In scanning probe microscopy they have recently 



found new applications as piezoelectric sensors [5-12]. 
The high Q-values of tuning forks offer the advantage 
that dynamic mode operation under ambient conditions 
or in liquids is possible. However, low-temperature op- 
eration in the dynamic SFM-mode has not been demon- 
strated before. In our system the tuning fork is driven 
by an AC-voltage from a Yokogawa function generator 
FG320. This voltage is scaled down by a factor of 1000 
with a voltage divider residing close to the microscope 
head, which leads to typical excitation amplitudes of 0.1- 
lOmV. We directly measure the admittance of the tuning 
fork with a home-made current-voltage converter with a 
gain of IV/ /iA connected in series to the tuning fork. The 
mechanical tip amplitude depends linearly on the mea- 
sured current and is typically between l-100nm [5,13]. 
Due to the high oscillator quality the power loss of the 
tuning fork at resonance can be far less than lOnW, which 
makes it ideal for the use in low cooling power cryostats. 
A typical resonance curve and a corresponding equiva- 
lent circuit is shown in Fig. 2. The mechanical resonator 
is modeled by the Li?,C-branch in the equivalent circuit 
which leads to the admittance maximum. The capaci- 
tance between the electrodes described by Cn leads to 
the asymmetry of the resonance curve with a minimum 
above the resonance frequency [13]. 
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FIG. 2. Typical resonance curve for a tuning fork at 4K 
in Vacuum. Admittance and phase versus driving frequency 
are shown. The top inset shows the tuning fork equivalent 
circuit. In the lower inset a scanning electron micrograph of 
a tuning fork with a 13/xm W-wire glued to the end of one 
prong is shown. 

A tip made of W or Ptlr wire with typical diameter of 
20/im is glued to one of the tuning fork arms in parallel 
to the direction of the vibrational motion of the arm (see 
inset of Fig. 2). The tip can be contacted separately. 
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After mounting the tuning fork with the tip on the scan- 
ning head the tip is electrochemically etched to achieve 
tip radii of less than 30nm. After the preparation of a 
tip the resonance frequency of the tuning fork is shifted 
by about 100Hz to lower frequencies and the Q-value is 
lowered but can be kept above a value of 20000 in vac- 
uum. 

The tip prepared on the tuning fork can be used as a 
tunnelling tip (STM-mode) or as the tip in dynamic SFM 
operation mode without any modifications on the scan- 
ning head. This gives simultaneous access to two com- 
plementary imaging modes at low temperatures without 
the need of a tip exchange. The high stiffness of the tun- 
ing fork arms (static spring constant up to 2^N/nm) is 
sufficient to guarantee stable tunnelling conditions. 



IV. PHASE-LOCKED LOOP 

The principle of dynamic mode SFM operation of the 
tuning fork is the same as for normal cantilevers. The 
elastic interaction of the tip with the sample surface will 
shift the resonance frequency via the presence of force 
gradients. Inelastic tip-sample interactions will mainly 
alter the Q-value of the oscillator. With our setup we 
can use both quantities to control the z-piezo via the 
feedback loop, i.e. we can either keep the resonance fre- 
quency or the dissipated power constant during a scan. 



amplitude 




FIG. 3. Operation principle of the phase-locked loop. A 
voltage controlled oscillator (vco) followed by a voltage con- 
trolled amplifier (vca) is driving the tuning fork. The phase 
between the driving signal and the measured current is de- 
tected by a lock-in amplifier and its output is used to control 
the frequency and amplitude. 

If driven at constant frequency the high Q-values of 
tuning forks lead to a very slow response of the oscil- 
lation amplitude or phase on a stcplikc change in the 
tip-sample interaction on a time scale Q/fo- The result- 
ing limitation in bandwidth is undesirable since it makes 
SFM imaging very slow. A significant increase in the 
bandwidth can be achived with the use of a phase-locked 
loop [6,8,14]. Figure 3 shows the operation principle. 
The measured current through the tuning fork is ana- 
lyzed electronically and its amplitude and phase (rela- 
tive to the driving voltage) are determined. Both signals 



are fed back into the oscillator via two separate PID- 
components. The phase signal is used to modulate the 
excitation frequency and allows locking on a fixed value 
of the phase. In contrast to the detection of amplitude 
or phase changes at fixed driving frequency, the phase- 
locked loop gives a much faster response on the time scale 
needed for the determination of the signal phase, which is 
typically 3/fo rts 100/xs independent of the Q _va l ue - This 
scheme allows us to achieve a bandwidth significantly 
larger than that of the z-feedback loop. The latter is 
limited by the lowest mecanical resonance frequency of 
the scan piezo at around 1kHz. 

When we prepare for scanning, we first measure the 
frequency response of the tuning fork to determine the 
actual resonance frequency /n. The phase-locked loop 
can then be set up with /o as the carrier frequency The 
frequency of the function generator is controlled with a 
sensitivity set to 100 - 500mHz/V. The noise in the fre- 
quency is then of the order of 100/iHz/v^Hz in the range 
from 1Hz to 1kHz corresponding to 10 mHz peak-to-peak. 

As an additional refinement we can use the measured 
amplitude of the tuning fork oscillation to feed it back 
into the amplitude modulation input of the oscillator. 
This additional feedback keeps the amplitude of the tun- 
ing fork oscillation at a fixed value by adjusting the am- 
plitude of the excitation voltage. 



V. SFM OPERATION 



As the error signal for the feedback loop controlling 
the tip sample distance we use either the voltage propor- 
tional to the frequency shift (frequency control mode) or 
the change in driving voltage needed to keep the oscilla- 
tion amplitude constant (amplitude control mode). Due 
to the size of our scan piezo its mechanical resonances al- 
low a bandwidth of only 1kHz for the z-control, i.e. this 
is the decisive factor limiting the overall bandwidth of 
our system. We therefore reach typical scan speeds of up 
to 10/im/s. 

Before the microscope is inserted into the cryostat, the 
sample is heated above 100°C and the VTI is heated close 
to room temperature. After inserting the microscope we 
pump the VTI and cool down at a rate of 3K/min. The 
sample is kept 50K above the temperature of the gas flow 
in order to prevent freezing contaminations on the sam- 
ple surface. For optimum operation a stable temperature 
gradient along the sample rod has to be maintained. The 
pressure, which strongly affects the resonance frequency, 
has to be stabilized below the vapor pressure of 4 He in or- 
der to prevent liquid helium to enter the VTI. Operation 
in normal liquids (e.g. 4 He or 3 He) is possible but the 
Q- value and thereby the sensitivity is reduced by a factor 
of four. Below 2.2K, where 4 He becomes superfluid, in 
our cryostat the resonance frequency becomes unstable, 
presumably due to thermodynamic instabilities. These 
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problems, however, can be solved by operating the mi- 
croscope in a vacuum beaker. 

In the following we show two examples of SFM- 
operation at low temepratures. Fig. 4 shows the image 
of the surface of a 150nm gold film evaporated on a glass 
substrate. Small grains with a typical size of 30nm are 
resolved. The lateral resolution is better than 20nm, the 
resolution in z-dircction is better than lA. The upper 
image shows the topography and the lower image is the 
frequency shift, i.e. the error signal for the z-feedback. 
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FIG. 4. Surface of a 150nm gold film evaporated onto a 
glass substrate, which shows grains of 30nm size (T = 2.5K). 
Top image: topography, bottom image: frequency shift 
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FIG. 5. Square lattice of oxide dots on top of a 
GaAs/AlGaAs Hall bar structure imaged at 2.5K. 

The design of our cryo-SFM, especially the low power 
dissipation of the tuning forks, makes it an ideal sys- 
tem for imaging at even lower temperatures in a 3 He- 
cryostat or even a dilution refrigerator. In spite of the 
high stiffness of the tuning fork sensor compared to con- 
ventional SFM-cantilcvers high sensitivity is achieved due 
to the large Q-values of the mechanical oscillator. The 
high stiffness allows the preparation of probes without 
a strong impairment of oscillator performance. It may 
offer the option in the future to fabricate other sensors, 
e.g. semiconductor chips, instead of or in addition to 
tunnelling tips at the end of one tuning fork arm. A 
straightforward continuation of the development of our 
system leads to the application of the scanned gate tech- 
nique, Kelvin force microscopy and scanning capacitance 
microscopy. 



VI. CONCLUSION 



If one sets out to investigate semiconductor nanostruc- 
tures, locating the structure of interest at low tempera- 
ture where the scan range is only a few microns, is a 
significant problem. With the lateral coarse tip position- 
ing we were able to find a 10^mxl0/im spot on top of 
a GaAs/AlGaAs-heterostructure where a Hall-bar device 
had been fabricated by photolithography techniques. On 
top of a part of the Hall-bar a square lattice of oxide 
dots with a period of 400nm had been written by AFM- 
lithography [15]. Fig. 5 shows an image of this area of 
the sample taken at a temperature of 2.5K. 

Operation of the head in a magnetic field of 8T shifts 
the scanned area by about 0.5/im. It is therefore possible 
to scan at different fixed magnetic fields without loosing 
the structure of interest. Spectroscopy at a fixed point 
of the surface with sweeping magnetic field is difficult. 
The resonance frequency of the tuning fork is not found 
to shift significantly when the magnetic field is altered. 



In conclusion, we have implemented a low-cost dy- 
namic mode cryo-SFM for operation down to tempera- 
tures below 4.2K and in magnetic fields up to 8T. Due to 
the utilization of piezoelectric quartz tuning forks there 
is no need for an optical cantilever deflection detection. 
The unit can be operated in STM-mode or SFM-mode 
without tip exchange. High bandwith is achieved with a 
phase-locked loop which controls the driving frequency of 
the tuning fork. Further development beyond the SFM- 
operation at low temperatures is feasible. 
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